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ABSTRACT
Background Less- invasive surfactant administration 
(LISA) is increasingly used. We investigated the feasibility 
of a new LISA- device (Neofact®) in neonates.
Design Prospective observational pilot study with open- 
label LISA in two tertiary neonatal intensive care units.
Patients 20 infants with a gestational age of ≥26+0/7 
weeks and an indication for LISA (Respiratory Severity 
Score (RSS)≥5 or fraction of inspired oxygen (FiO2) 
≥0.30). Infants with respiratory tract malformations 
or unavailability of an instructed neonatologist were 
excluded.
Main outcome measures Success of LISA, defined as 
laryngoscopy- confirmed intratracheal catheter position or 
a decrease in FiO2 by ≥0.05 or to 0.21, accompanied by 
an RSS decrease of ≥2; number of attempts needed for 
tracheal catheterisation.
Results 20/57 screened infants were enrolled. 
Successful application occurred in 19/20 (95%). One 
application failed after three attempts. No device- related 
adverse events occurred. The median number of attempts 
was 2, success rate per attempt 19/31 (61%).
Conclusion LISA via Neofact® appears feasible.

BACKGROUND
Less- invasive surfactant administration (LISA) to 
spontaneously breathing neonates is common in 
Europe.1 LISA requires advancing a thin catheter 
into the trachea, mostly using a Magill forceps for 
soft catheters.2 We developed an application device 
(Neofact®) rendering this forceps, tested it on a 
manikin3 and now set out to monitor its clinical 
feasibility. Secondary objectives were procedure and 
laryngoscopy duration, handling time of the device 
and the number of attempts needed for inserting the 
catheter intratracheally. Additionally, any need for 
secondary intubation/mechanical ventilation (MV) 
and occurrence of complications were determined.

METHODS
This is a bicentric, one- arm, prospective observa-
tional study of a CE- marked medical device.

Population
A convenience sample of 20 preterm infants with 
respiratory distress syndrome (RDS) and a fraction 
of inspired oxygen (FiO2) of ≥0.30 or a modified 
Silverman- Andersen Respiratory Severity Score 
(RSS) of ≥54 while receiving non- invasive respi-
ratory support were studied. Exclusion criteria 
were a gestational age (GA) of <26+0 weeks, any 

respiratory tract malformations, a clinical decision 
to apply surfactant via an endotracheal tube or an 
attending physician not trained by the principal 
investigator.

Device
The angles of the device correspond to a Magill 
forceps, and care was taken to construct a soft tip to 
avoid injuries. The plastic components have Food 
and Drug Administration and United States Phar-
macopeia approval for medical devices. The tunnel 
has a length of ~90 mm and a cross section of 4 mm. 
The catheter is soft, with 3.5 Fr diameter, 550 mm 
length, 0.2 mL dead space and a black marked tip 
(10 mm, figure 1).

Intervention
Device insertion was controlled via video laryngos-
copy; the latter being removed once the catheter 
had been inserted. Investigators were manikin- 
trained prior to enrolment. No more than three 
attempts were allowed; in case of complications, 
investigators could stop the application at any time, 
in which case LISA was carried out as per local 
standard (nasally guided catheter). Following LISA, 
infants were observed for 48 hours to document 
potentially device- related adverse events, addi-
tional surfactant doses and need for MV. Alveofact 
(45 mg/mL; Lyomark, Oberhaching, Germany) was 
used at 100 mg/kg.

What is already known on this topic?

 ► Treatment of respiratory distress syndrome 
(RDS) in neonates via less- invasive surfactant 
administration (LISA) is quite common in 
Europe and in some other countries.

 ► The surfactant application device Neofact® 
was developed to perform LISA in neonates 
and is now approved as a medical device in the 
European Union.

What this study adds?

 ► This study evaluated the clinical feasibility of 
the new device in neonates with RDS and a 
gestational age of ≥26+0/7 weeks.

 ► Additionally, an instructional video has been 
produced and added as online supplemental 
material.

copyright.
 on O

ctober 8, 2020 by guest. P
rotected by

http://fn.bm
j.com

/
A

rch D
is C

hild F
etal N

eonatal E
d: first published as 10.1136/archdischild-2020-319792 on 6 O

ctober 2020. D
ow

nloaded from
 

http://www.rcpch.ac.uk/
http://fn.bmj.com/
http://orcid.org/0000-0002-2240-6488
http://orcid.org/0000-0002-1072-0066
http://crossmark.crossref.org/dialog/?doi=10.1136/fetalneonatal-2020-319792&domain=pdf&date_stamp=2020-010-06
https://dx.doi.org/10.1136/fetalneonatal-2020-319792
https://dx.doi.org/10.1136/fetalneonatal-2020-319792
http://fn.bmj.com/


F2 Maiwald CA, et al. Arch Dis Child Fetal Neonatal Ed 2020;0:F1–F4. doi:10.1136/archdischild-2020-319792

Short report

Outcome measures
Success of the procedure was defined as endoscopically verified 
intratracheal catheter position or clinical response (decrease 
in FiO2 by ≥0.05 or to 0.21 accompanied by a ≥2- point RSS 
decrease within 30 min).

Procedure duration was defined as the time from initial laryn-
goscope insertion to device removal, laryngoscopy duration as 
the time the laryngoscope blade was in the patient’s mouth and 
handling time from onset of device insertion to laryngoscope 
removal. The total duration of laryngoscopy was the sum of all 
attempts. Time intervals and the number of attempts needed 
for catheterisation were derived from the video- laryngoscope 
recordings with an accuracy of ±1 s using VLC media player 
V.3.0.8.

Complications, including onset and severity of coughing, 
choking, apnoea and laryngospasm, were documented by the 
physician in charge. A second person documented the nadir 
pulse oximeter saturation (SpO2), number of desaturations (SpO2 
<80%), bradycardia (<80 beats/min), tachycardia (>200 beats/
min), arterial hypotension (mean arterial pressure (MAP)<GA) 
or hypertension (MAP>GA +20 mm Hg) during the procedure.

Implementation
Infants were recruited during delivery room management or 
postnatal hospitalisation. Blinding was not feasible due to the 
nature of the intervention.

Statistics
Analysis was performed using SAS V.9.4. Endpoints were eval-
uated by calculating percentages and 95% CIs. Continuous 
outcomes are given as mean±SD or median with IQRs or 
minimum/maximum. All evaluations are purely descriptive.

Safety
The study was monitored by the local Centre for Paediatric Clin-
ical Studies according to the guidelines on good clinical practice. 
A steering committee monitored procedure safety after every 
five inclusions.

RESULTS
Recruitment and population
For the study flow see figure 2.

Recruitment took place between May 2019 and October 
2019. Each centre recruited 10 consecutive infants (35%) at a 

Figure 1 Surfactant application device (Neofact®).

Figure 2 Patient flow.
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mean±SD age of 12±8.8 hours (range: 24 min–25 hours). The 
mean±SD GA of included infants was 315/7±32/7 weeks and the 
birth weight was 1691±704 g. Three interventions took place in 
the delivery room, and all 20 infants were diagnosed with RDS. 
Baseline characteristics of included infants and the number of 
analysed infants/videos for each outcome criterion are shown in 
table 1.

Outcome
19 of 20 procedures showed success (95%, 19 laryngoscopy- 
verified, 16 infants responded clinically). One application was 
stopped after three attempts. Success rate per attempt was 19/31 
(61%; three failed attempts were laryngoscopy- related, ie, termi-
nated prior to device insertion, and thus were excluded).

The median duration of the entire LISA procedure and laryn-
goscopy of successful attempts was 499 (IQR 373–758) s and 79 
(IQR 62–87) s, respectively; handling time of the device was 42 
(IQR 29–64) s.

Before intervention, 8 infants underwent continuous positive 
airway pressure (CPAP) and 12 synchronised nasal intermittent 
positive pressure ventilation (SNIPPV); afterwards, 2 infants 
received no respiratory support, 2 CPAP, 11 SNIPPV and 2 MV.

Ten infants received additional surfactant doses via the stan-
dard LISA procedure (if not intubated).

Complications
Two infants developed stronger choking; none were coughing 
heavily. One infant showed laryngospasm, but catheter insertion 
was successful on a second attempt. One apnoea led to stopping 
the attempt. Mean nadir SpO2 was 59%±16%. There were no 
device- related adverse events (including mucosal erosion).

Ancillary analyses
Sixteen infants received sedatives (propofol, morphine or midaz-
olam). Heart rate and MAP remained largely unchanged.

DISCUSSION
We set out to evaluate feasibility of our device in neonates and 
were encouraged by a high success rate (95%). However, the 
intervention was performed by LISA- experienced neonatologists 
who still required a median of two attempts to succeed. This 
might be due to the novel procedure (none had used the device 
before in infants) or the study settings:
1. LISA was performed via video laryngoscopy, with which 

most investigators were less experienced (also reflected by 
the ratio of laryngoscopy to handling time and a high rate 
of difficulties apparent in the video recordings). Success may 
increase with experience, but this remains speculative. Since 
the device is modelled to a Magill forceps, absence of a learn-
ing curve is considered unlikely.

2. The study was conducted in neonates with a mean GA of >30 
weeks, which reflects not the ‘typical’ LISA population. We 
accepted this and a higher rate of laryngoscopy attempts5 due 
to the device’s first use in infants, which also explains why 
procedure time was longer than in our manikin study. This 
might also explain the higher rate of sedative use and ap-
noeas, as older infants are more likely to fight laryngoscopy, 
limiting the primary endpoint.

Taking this into account, first attempt success rate was 
regarded comparable to published data.5 6

All secondary outcomes were evaluated descriptively. 
However, results were considered in agreement with common 
experience in this population. A comparison with previous LISA 
procedures would be desirable but appeared unfeasible with the 
data available.

Our physician selection might have introduced bias but was 
indispensable due to the need for prior instructions. The manu-
facturer sponsored the study, and the first author invented the 
device. However, all examinations were conducted by physicians 
with no financial relationship to either.

CONCLUSION
LISA via Neofact appears feasible. Complications seemed to be 
rare. Further research is needed to determine the feasibility in 
neonates with a GA of <26 weeks.
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Table 1 Baseline characteristics of included infants/number of 
analysed videos for each outcome criterion

Patient 
number Postmenstrual age (weeks) Weight (g) Gender

1 26+5/7 730 Female

2 30+5/7 1200 Male

3 30+0/7 780 Male

4 37+3/7 3010 Male

5 29+0/7 1315 Male

6 29+0/7 1090 Male

7 30+5/7 1660 Female

8 30+6/7 1480 Female

9 28+3/7 920 Female

10 33+5/7 1770 Female

11 34+2/7 2160 Female

12 34+4/7 2215 Male

13 30+6/7 1335 Male

14 32+4/7 2070 Male

15 36+1/7 2890 Male

16 33+0/7 1860 Female

17 26+3/7 970 Female

18 37+0/7 2450 Female

19 35+0/7 2680 Male

20 28+1/7 1225 Female

Outcome criterion
Analysed infants/
videos (n)

Success in LISA; number of needed attempts, surfactant doses 
and infants that needed intubation/mechanical ventilation; 
occurrence of complications

20 infants/videos

Duration of the entire procedure 9 videos

Duration of the entire laryngoscopy 13 videos

Duration of laryngoscopy in the successful attempt 14 videos

Duration of device handling in the successful attempt 17 videos

LISA, less- invasive surfactant administration.
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